The evolution of pressure-flow geometry in the aortic arch is increasingly understood as a key element in the treatment of hemodynamic dysfunction in patients. However, little is known about the properties of the flow across the aortic geometry and thus the sensitivity of sensor placement is also unknown. Compliant models of the aortic path can be built to allow techniques such as particle image velocimetry to measure the velocity fields. This paper presents the justification and production methodology used to generate a compliant model of the aortic arch that represents the geometry and compliance of typical hemodynamics patients. The information from twenty papers was synthesized to generate a single model of the aortic arch. The model incorporates the three branching arteries at an apex of a tapering aortic path experimental that has been manufactured as a flexible thin-walled silicon model. Calculations were undertaken to ensure that the model matches the in vivo compliance of the arteries.
INTRODUCTION
Cardiovascular diseases are the most common cause of mortality. The World Health Organisation (2015) estimates that 17.5 million people died in 2012 as a result of a disease in the heart or supplying blood vessel. Hemodynamic dysfunction accounts for a significant fraction of ICU admissions and is comparatively intense to treat (Dickstein 2005; Roger et al. 2011) . Treatment is often supplemented with inotrope and fluid resuscitation. However, both treatments have risks that can exacerbate the patient state (Durairaj and Schmidt 2008; Rivers et al. 2010 ).
The aorta is the biggest blood vessel in the human body. The ascending aorta is connected to the left chamber of the heart. It is followed by the aortic arch with the three branching arteries: the brachiocephalic, which carries blood to the right arm and the head, the left common carotid which is responsible for the blood flow to the head, and the left subclavian artery that is connected to the left arm. The descending aorta carries the blood to the lower part of the body.
During systole, the heart pushes blood via left ventricular contraction into the aorta. The increased aortic pressure causes the diameter of the ascending aorta to increase to 120-160% of the end diastolic diameter. The discontinuous flow of the heart becomes a more constant flow in the aorta due to the compliance of the artery walls. This effect, which reduces the pulse-pressure in the blood circuit, is called the Windkessel effect (Kamoi et al. 2014; Manning et al. 2002) .
During systole, the critical Reynolds number is exceeded in the proximal aorta. This causes a temporary turbulent flow field. Turbulent flow can also be found when blood velocity increases due to diseases like vascular stenosis or anemia, which causes a reduction in blood viscosity (Schmidt et al. 2011) . The complex flow dynamics in this process have been the subject of many papers over the last decades (Arzani et al. 2012; Benim et al. 2011; Gülan et al. 2012; Kim et al. 2004; Laumen et al. 2010; Shahcheraghi et al. 2002; Vasava et al. 2010) . However, these studies were typically based on rigid vessels. Having the right compliance (flexibility) in the arterial wall, is one of the challenges that must be overcome to fully mimic the fluid-structure interaction (FSI). Failing to incorporate artery compliance significantly reduces the accuracy of the model (Geoghegan et al. 2013) and limits the potential benefit of such studies.
This work compiles and reports geometric data of the aortic arch taken from twenty articles from scientific literature. From this data, an idealized elastic phantom of the aortic arch suitable for optical measurements was generated. The experimental setup to analyze the fluid dynamics in the arch via particle image velocimetry (PIV) is presented in this paper. Table 1 presents geometric data of the ascending aorta, the aortic arch and the descending aorta, as well as those of the three arteries branching at the apex of the aortic arch. Fig. 3 labels each of the parts presented in Table 1 . Only the geometries of young healthy people were considered to provide geometries for a generalized person without any abnormalities. Caballero and Laín (2013) provides a review on the progress of computational fluid dynamics (CFD) modelling of blood flow in the aortic arch. The paper provides the model building technique and presents equations which govern replication of the vessel distensibility reproduction in the phantom. It also compares the assumptions regarding material properties and boundary conditions. It was found that computational simulations provide information on the development and origin of some cardiovascular diseases. However, current studies contribute more toward disease understanding rather than etiological monitoring or optimisation algorithms for therapy. Caballero and Laín (2013) claimed that the greatest benefit form aortic flow modelling will be achieved when patient-specific characterization of fluid behaviour with patient-specific boundary conditions is undertaken. This challenge requires patient-specific phantoms and could potentially be used to predict the outcomes of specific therapeutic choices and thus, optimise therapy.
LITERATURE RESEARCH

Aortic geometry
There is significant inter-patient variance in aortic geometry. However, some dependence has been observed according to gender and age (Redheuil et al. 2011) . In particular, the aortic diameter increases an average of 7 mm over 50 years. The aortic arch diameter tends to be larger closest to the heart and transitions to a smaller diameter as it approaches the descending aorta. The aortic wall thickness is also largest near the heart (Avolio 1980; Wang and Parker 2004) . A reason for the stiffness in this region might be the high pulse pressure between systole and diastole. Table 2 shows some of the key properties of the aortic arch and the range of characteristics that might be encountered by a typical individual. 
Flow field visualisation techniques
Some investigations of blood flow used both rigid and compliant phantoms for optical measurements. In addition, investigations have also used computational models of the aortic arch (Benim et al. 2011; Kim et al. 2004; Shahcheraghi et al. 2002) . Benim et al. (2011) used a rigid CFD model of aortic flow. Bertoglio et al. (2013) used a FSI model. With the latter, they showed that they could use the algorithm directly in a real clinical case. However, they reported that future work should include the interaction of the aorta with surrounding tissues, fluid field measurements and improvement of the geometries.
Phantom studies generate physical representations of the geometry of interest and generate a flow field which are measured in a variety of ways. The flow field may not necessarily use the same type of working fluid, however, good experimental setups will ensure that common Reynolds and Womersley numbers are used (Geoghegan et al. 2012) . Rapid prototyping a mould and casting silicone is an option (Biglino et al. 2013; Geoghegan et al. 2012) . For the printing process idealised geometry can be produced from data in literature or patient-specific CT or MRI scans can be used to generate highly accurate moulds that are representative of the patient. Geoghegan et al. (2012) describes a technique using Dow Corning Sylgard 184 silicone (E= 1,32*10 6 N/m 2 ) to fabricate bubble free flow phantoms with both rigid as well as compliant walls. The silicone has a refractive index of 1.415-1.47. This matches the refractive index of a 39/61 water-glycerol mixture. The mixture has a density of 1,140 kg/m 3 and a viscosity of 1.06 x 10 -2 Pa at 20°C. In comparison, blood has a density of 1,060 kg/m 3 and a viscosity of around 3.5 x 10 -3 Pa at body temperature. Reynolds matching was applied to ensure dynamic similarity between blood and the water/glycerol mixture. In the previous study by (Geoghegan et al. 2012) , plaster was used to print the female mould. Plaster could be dissolved easily with water, leaving the silicone phantom geometry. However, high precision 3D printed plaster has been superseded by 3D printing of ABS materials and thus plaster printers are not widely available. 3D printed plaster is also more fragile than ABS plastic and is more susceptible to failure during the moulding process.
Flow field capture can be undertaken via particle tracking velocimetry (Gülan et al. 2012) . However, PIV is the most common method (Geoghegan et al. 2012; Kaufmann et al. 2014; Laumen et al. 2010; . studied an elastic curved vessel without any branching arteries and a homogenous wall thickness of 1 mm. The model was fabricated using a two component polydimethylsiloxane (RTV 15) with a Young's Modulus of 1.24*10 6 N/m 2 . Biglino et al. (2013) studied the compliance of TangoPlus (Stratasys 2014) using rapid prototyping of a small section of the descending aorta with different wall-thickness and printing methods. However, the material was found to be too rigid for accurate representation of the distensibility of the artery wall. Zürcher (2003) used experimentally derived outcomes using laser-Doppler anemometer as boundary conditions for a computational model of pulsatile flow in the aortic arch. The phantom models included elastic and rigid models of the aortic arch and arteries. The silicone (Wacker SilGel601) had a Young's Modulus of 1.9*10 6 N/m 2 and a refractive index of 1.413. However, in this study, the tissue pressure was neglected.
MODEL CONSTRUCTION
The distensibility in the model varies between 17*10 -6 and 32*10 -6 m 2 /N across the model geometry. The actual geometries and the results of the calculation can be seen in Table 3 .
The phantom construction technique to be used in this analysis is a development of the method presented by Geoghegan et al. (2012) . The aortic phantom is an idealized model constructed from the geometric data provided in Table  1 . The model consists of the ascending and descending aorta, the aortic arch, the brachiocephalic, the left common carotid and the left subclavian artery (Fig. 3) . It has been assumed that all vessels could be effectively modelled using a material that has a consistent Young's Modulus. To make the compliance of the silicone phantom match in vivo conditions, the distensibility of the artery and those of the model must match. Hence, match in vivo distensibility conditions, the model wall thickness was modulated.
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where E is the Young's Modulus, h is the wall-thickness, D is the internal diameter of the vessel. All arteries are axisymmetric and the xy-plane is the symmetric plane. To allow for more robust fabrication, the geometry was scaled up by 50%. As the wall thickness of the thinnest part of the scaled model is just 0.48 mm, a test model was produced to assess the viability of the technique to generate such thin sections.
To build the silicone phantom, the internal mould was constructed in SolidWorks using values from the geometric data from table 1. The model was printed on a Stratasys Dimension Elite 3D printer with ABS plastic. After the model was cured for 48 hours, an acetone bath (Munro et al. 2014 ) was used to smooth the surface of the model that was rough due to the layering process of the 3D printer. In this study, only healthy younger people had been taken into consideration. However, it has been noted that there are significant changes in the geometries of the aortic diameter and the arch length with age (Redheuil et al. 2011) .
The fidelity of the printed model with respect to the original CAD model was investigated using an Artec Spider 3D scanner. Fig. 1 shows that the maximal deviation between the model and the print data is 0.4 mm. If the external mould was constructed in ignorance of this deviation from the assumed internal mould, it would have resulted in a minimum wall thickness of approximately 0.08mm. This would cause a considerable discrepancy in the distensibility of the artery. To achieve a homogenous wall-thickness of 0.48 mm in the brachiocephalic artery Geometric Design X was used to construct the external mould using the scan data. The external mould (Fig. 2) was CNC machined in Ebalta S-Modelboard and coated with enamel spray paint. The spray paint achieved a smooth surface and stopped perfusion of the silicone into the mould during the curing process. To construct the phantom, silicone was injected into the bottom cavity inlet close to the brachiocephalic artery (Fig. 2) . This ensured that no air gaps are formed due to flow effects. This method was used in accordance with previous successful mould making exercises (Geoghegan et al. 2012) . In total the material costs for the phantom was ~$380(NZD); 3D printing cost ~$160, the external mould ~ $150 and the silicone cost ~$70. For the full aortic model (Fig. 3) , due to printer size restrictions, a three part model was constructed and glued together.
EXPERIMENTAL SETUP
The compliant silicone model will be used for an analysis of the blood flow via PIV. PIV is a contact-free measurement technique, which uses two cameras for three dimensional visualization of the flow field. The silicone phantom is submersed in a working fluid of comparable refractive index. The working fluid inside the phantom is impregnated with tracer particles that are illuminated with a pulsed laser and captured via cameras that take pairs of pictures (at t and t+dt) Fig. 3 1:1.5 Model of the aorta with its geometries solid modelled (left) and the printed plastic model after smoothing (right) (Raffel et al. 2007) . The particles are tracked between images and flow filed velocities can be calculated.
To enable PIV analysis of pulsatile flow within the compliant phantom geometry, the phantom will be placed in a pressure box (Fig. 4) that is connected to a pump system producing a physiologically realistic cardiac flow wave (Geoghegan et al. 2013 ) that includes mimicry of the aortic valve closing. At each end of the model, a silicone end plate connects the phantom to the box. These rigid connections restrict the longitudinal compliance of the model and support the flow field in a physiological manner. The back pressures in the arteries as well as the outer pressure in the pressure box are adjustable. This experimental setup allows the modelling of a range of healthy and dysfunctional hemodynamic states. The pressure box is connected to a flow system (Fig. 5) . Five header tanks with weirs control the back pressure in the arteries and of the descending aorta as well as the tank pressure. The header tanks height is variable and thus different boundary conditions can be mimicked. In particular, modulation of the tank pressure will be used to mimic changes in inter-thoracic pressure.
DISCUSSION
In this research we have generated a model of a representative aortic geometry that can be used in an experiment to determine the pressure flow field characteristics of the human aorta. This could yield important information to guide further research into the hemodynamic therapy for critically ill patients, predict the performance of surrogate heart valves in silico, or model the outcomes of coronary artery disease. By ensuring that the geometry of the (1) overflow box and reservoir, (2) pump mimics cardiac emptying, (3) pressure box with model, (4-6) back pressure regulator boxes for brachiocephalic (4), left common carotid (5), left subclavian artery (6), (7) regulator box for tissue pressure, (8) back pressure box for descending aorta aorta phantom is as close as possible to realistic conditions, this will increase the fidelity of the results. However, the realism also required that a complex geometry is constructed with specific elastic properties.
In this analysis we have chosen to use additive manufacture rather than subtractive manufacturing process for the internal surface. This is due in part to the benefit of the additive manufacturing material being dissolvable after moulding the silicone. 3D printing allows better modelling of complex surfaces with cheaper and faster manufacturing.
However, the 3D printed internal mould was not a precise representation of the SolidWorks model of the aorta. There was settling of the material which caused the model to deviate up to 0.4 mm from the desired geometry. To overcome this problem, a 3D scanner was used to create a solid model of the printed geometry. This model was then used as a basis for the external mould that was CNC machined from Ebalta S-Modelboard material.
The geometry of the aortic arch depends on gender, age, central blood pressure and hemodynamic health of the individual (Redheuil et al. 2011) . Therefore, a further step for this research is to consider the geometry of individuals that have hemodynamic dysfunction. To do this, access to MRI or CT data from the critically ill individuals to build a physiologically realistic model is required. The critically ill patient specific flow field could then be compared to the idealised one to measure the validity of some of the assumptions regarding hemodynamic dysfunction.
Furthermore, a range of phantoms that represent different stages on the pathogenesis of cardiovascular disease age groups could be created to investigate the role of the changing of the blood flow patterns in cardiovascular diseases.
CONCLUSION
This paper provides the geometric data and the necessary process to make a range of phantoms of the aortic arch. A method to fabricate a thin-walled compliant model with a variable wall-thickness across different sections of the aorta is presented. This compliant phantom of the aortic arch and surrounding geometries allows a realistic simulation of the flow field. In the experimental setup, the tissue pressure is considered and varied. This model is unique amongst existing models as it can match the Reynolds number of aortic flow, the Womersley number, the aortic compliance and also the intrathoracic pressure and the outlet pressure and resistance.
